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30Particulate Monitoring Report Phase Two 

Unit Date Start Time Stop Time M aximum Time M inimum Time TWA Run Time Location 
497 12/17/2015 0806 1408 1.631 1052 0.002 0857 0.017 6H02M Interior, Bldg 15-200 SW Corner 
498 12/17/2015 0804 1407 0.171 1034 0.002 0807 0.015 6H03M Interior, Bldg 15-200 SE Corner 
497 12/18/2015 0909 1411 0.091 0956 0.005 0912 0.015 5H01M Interior, Bldg 15-100 SE Corner 
498 12/18/2015 0911 1412 0.066 0911 0.002 0914 0.013 5H00M Interior, Bldg 15-100 SW Corner 
497 12/21/2015 0822 1359 0.124 1207 0.002 1139 0.01 5H37M Interior, Bldg 15-100 SE Corner 
498 12/21/2015 0820 1359 0.124 0820 0.002 0823 0.008 5H38M Interior, Bldg 15-100 SW Corner 
497 12/23/2015 0744 1353 0.031 0826 0.006 0859 0.013 6H09M Interior, Bldg 15-100 SE Corner 
498 12/23/2015 0743 1403 0.019 0952 0.002 0743 0.009 6H20M Interior, Bldg 15-100 SW Corner 
497 12/28/2015 0806 1323 0.034 0806 0.002 0810 0.008 5H16M Interior, Bldg 15-200 SE Corner 
497 12/30/2015 0849 1230 0.065 0850 0.004 1230 0.013 3H41M Interior, Bldg 15-100 SE Corner (lost pwr) 
498 12/30/2015 0849 1349 0.033 unk 0.002 unk 0.009 4H51M Interior Bldg 15-100 SW Corner (clock wrong) 
497 1/4/2016 0848 1205 0.033 0848 0.002 1204 0.008 3H16M Interior Bldg 15-200 SE Corner (lost pwr) 
498 1/4/2016 0851 1416 0.079 0851 0.002 0853 0.01 SH24M Interior Bldg 15-200 SW Corner 
497 1/5/2016 0720 1400 0.018 0742 0.002 1002 0.007 6H39M Interior Bldg 15-200 North area on kitchen coun 
498 1/5/2016 0722 1401 0.425 1358 0.002 0722 0.014 6H39M Interior Bldg 15-200 South wall, center 
497 1/6/2016 0841 1414 0.021 0847 0.003 1108 0.007 SH33M Interior Bldg 15-200 North area on kitchen coun 
498 1/6/2016 0844 1414 0.027 1214 0.002 0845 0.011 5H29M Interior Bldg 15-200 South wall, center 
497 1/7/2016 0722 1436 0.025 0736 0.004 0832 0.01 7Hl3M Interior Bldg 15-200 North area on kitchen coun 
498 1/7/2016 0724 1435 0.027 1401 0.002 0724 0.013 7H11M Interior Bldg 15-200 South wall, center 
497 1/8/2016 0829 1413 0.029 0856 0.004 0911 0.011 5H43M Interior Bldg 15-200 North area on kitchen coun 
498 1/8/2016 0828 1412 0.064 0824 0.002 0831 0.014 5H44M Interior Bldg 15-200 South wall, center 
497 1/11/2016 0812 1156 0.035 0812 0.002 1142 0.007 3H44M Interior Bldg 15-200 South wall, center 
498 1/11/2016 0811 1404 0.062 1343 0.002 0811 0.009 5H53M Interior Bldg 15-200 North area on kitchen coun 
497 1/12/2016 0822 1431 0.025 0852 0.007 0922 0.012 6H08M Interior Bldg 15-100 South wall, center 
498 1/12/2016 0824 1430 0.123 0824 0.002 0826 0.013 6H05M Interior Bldg 15-100 Northwest corner 
497 1/13/2016 0905 1400 0.036 0905 0.002 1013 0.01 4H54M Interior Bldg 15-100 Northwest Corner 
498 1/13/2016 0903 1401 0.092 0903 0.002 0904 0.011 4H57M Interior Bldg 15-100 South Wall, center 
497 1/18/2016 0926 1401 0.042 1122 0.006 0931 0.013 4H34M Interior Bldg 15-100 South Wall, center 
498 1/18/2016 0928 1400 0.232 0950 0.002 0957 0.017 4H31M Interior Bldg 15-100 Northwest Corner 
497 1/19/2016 0801 1409 0.253 0801 0.002 1107 0.007 6H08M Interior Bldg 15-200 South Wall East Quad 
498 1/19/2016 0757 1258 0.017 0809 0.002 0758 0.009 5H00M Interior Bldg 15-200 South Wall West Quad 
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31497 1/20/2016 0803 1329 0.074 1102 0.005 1226 0.013 SH25M Interior Bldg 15-200 South Wall East Quad 

498 1/20/2016 0802 1229 0.096 0802 0.002 0803 0.012 4H27M Interior Bldg 15-200 South Wall West Quad 

497 1/21/2016 0820 1406 0.155 1026 0.003 0854 0.018 SH46M Interior Bldg 15-200 South Wall East Quad 

498 1/21/2016 0821 1405 0.03 0920 0.002 0821 0.015 SH44M Interior Bldg 15-200 South Wall West Quad 

497 1/25/2016 0821 1356 0.022 0835 0.003 0953 0.009 SH35M Interior Bldg 15-200 South Wall East Quad 

498 1/25/2016 0826 1355 0.034 0836 0.002 0826 0.01 SH29M Interior Bldg 15-200 South Wall West Quad 

497 1/26/2016 0744 1410 0.057 0753 0.003 0847 0.009 6H25M Interior Bldg 15-200 South Wall East Quad 

497 1/27/2016 0730 1356 0.025 0757 0.002 0731 0.007 6H26M Interior Bldg 15-200 South Wall East Quad 

498 1/27/2016 0731 1356 0.029 1258 0.002 0731 0.009 6H24M Interior Bldg 15-200 South Wall West Quad 

497 1/28/2016 0749 1355 0.09 1355 0.002 1150 0.007 6H06M Interior Bldg 15-200 South Wall East Quad 

498 1/28/2016 0753 1355 0.021 0811 0.002 0754 0.008 6H01M Interior Bldg 15-200 South Wall West Quad 

497 2/2/2016 0726 1533 0.031 0756 0.002 0909 0.009 8H07M Interior Bldg 15-200 South Wall East Quad 

498 2/2/2016 0730 1534 0.061 1504 0.002 0730 0.01 8H05M Interior Bldg 15-200 South Wall West Quad 

497 2/3/2016 0749 1357 0.031 0814 0.002 1158 0.008 6H08M Interior Bldg 15-200 South Wall East Quad 

498 2/3/2016 0753 1356 0.027 0803 0.002 1753 0.007 6H03M Interior Bldg 15-200 Sout h Wall West Quad 

497 2/4/2016 0721 1400 0.059 0721 0.006 0807 0.014 6H39M Interior Bldg 15-100 South Wall East Quad 

498 2/4/2016 0724 1401 0.02 0841 0.002 0725 0.009 6H36M Interior Bldg 15-100 South Wall West Quad 

497 2/8/2016 0715 1400 0.218 0715 0.005 1008 0.014 6H45M Interior Bldg 15-100 South Wall East Quad 

498 2/8/2016 0716 1402 0.134 1353 0.002 0717 0.012 6H46M Interior Bldg 15-100 South Wall West Quad 

497 2/9/2016 0719 1401 0.051 0720 0.012 0938 0.021 6H41M Interior Bldg 15-100 South Wall East Quad 

498 2/9/2016 0720 1402 0.034 1338 0.002 0846 0.02 6H41M Interior Bldg 15-100 South Wall West Quad 

497 2/10/2016 0810 1357 0.157 0924 0.016 1337 0.03 SH46M Interior Bldg 15-100 South Wall East Quad 

498 2/10/2016 0809 1357 0.047 0942 0.004 0809 0.025 5H48M Interior Bldg 15-100 South Wall West Quad 

497 2/11/2016 0833 1400 0.167 1400 0.009 0833 0.018 5H27M Interior Bldg 15-100 South Wall East Quad 

498 2/11/2016 0831 1400 0.072 0831 0.002 0833 0.014 5H28M Interior Bldg 15-100 South Wall West Quad 

497 2/23/2016 0731 1400 0.104 0731 0.007 0807 0.022 6H29M Interior Bldg 15-100 South Wall East Quad 

498 2/23/2016 0729 1401 0.166 0729 0.002 0729 0.018 6H32M Interior Bldg 15-100 South Wall West Quad 

497 2/24/2016 0746 1400 0.107 0810 0.019 1358 0.038 6H14M Interior Bldg 15-100 South Wall East Quad 

498 2/24/2016 0745 1401 0.145 0833 0.011 0745 0.038 6H15M Interior Bldg 15-100 South Wall West Quad 

497 2/25/2016 0716 1356 1.623 1226 0.017 0846 0.144 6H40M Interior Bldg 15-100 South Wall East Quad 

498 2/25/2016 0715 1357 0.991 1304 0.009 0844 0.115 6H41M Interior Bldg 15-100 South Wall West Quad 

497 2/29/2016 0859 1400 0.168 1400 0.003 0859 0.013 5HOOM Interior Bldg 15-100 South Wall East Quad 

498 2/29/2016 0859 1400 0.043 1050 0.002 0859 0.014 5H00M Interior Bldg 15-100 South Wall West Quad 
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32497 3/1/2016 0752 1402 0.035 1358 0.003 1357 0.009 6H09M Interior Bldg 15-200 South Wall East Quad 

498 3/1/2016 0751 1401 0.025 0956 0.002 0751 0.011 6H09M Interior Bldg 15-200 South Wall West Quad 
497 3/2/2016 0808 1400 0.044 1359 0.002 1014 0.009 SH51M Interior Bldg 15-200 South Wall East Quad 
498 3/2/2016 0808 1401 0.024 0837 0.002 0808 0.01 SH53M Interior Bldg 15-200 South Wall West Quad 
497 3/3/2016 0750 1401 0.068 1401 0.002 1014 0.008 6H10M Interior Bldg 15-200 South Wall East Quad 
498 3/3/2016 0751 1400 0.043 1359 0.002 0751 0.013 6H09M Interior Bldg 15-200 South Wall West Quad 
497 3/7/2016 0809 1400 2.032 11:45 0.002 0810 0.089 5H51M Interior Bldg 15-200 South Wall East Quad 
498 3/7/2016 0810 1400 1.058 0927 0.002 0811 0.108 5H49M Interior Bldg 15-200 South Wall West Quad 
497 3/14/2016 0839 1409 0.06 1409 842 0.002 0.01 5H29M Exterior Bldg 15 roof South wall East Quad 
498 3/14/2016 0840 1410 13.14 0840 0.002 0843 0.019 5H30M Exterior Bldg 15 roof South wall West Quad 
497 3/15/2016 0822 1421 0.061 0822 0.004 1141 0.016 SH59M Exterior Bldg 15 roof South wall East Quad 
498 3/15/2016 0823 1423 0.772 0824 0.002 0919 0.014 5H59M Exterior Bldg 15 roof South wall West Quad 
497 3/16/2016 0758 1406 1.585 1014 0.002 1229 0.024 6H07M Exterior Bldg 15 roof South wall East Quad 
498 3/16/2016 0758 1407 0.892 1054 0.002 0802 0.027 6H09M Exterior Bldg 15 roof South wall West Quad 
497 3/17/2016 0923 1358 0.345 1018 0.002 1228 0.012 4H34M Exterior Bldg 15 roof South wall East Quad 
498 3/17/2016 0925 1358 0.081 1001 0.002 0926 0.011 4H32M Exterior Bldg 15 roof South wall West Quad 
497 3/21/2016 0725 1355 0.339 0725 0.007 1329 0.019 6H30M Exterior Bldg 15 roof South wall East Quad 
498 3/21/2016 0725 1356 0.946 1356 0.002 0726 0.018 6H31M Exterior Bldg 15 roof South wall West Quad 
497 3/22/2016 0750 1354 0.076 0834 0.002 1336 0.017 6H03M Exterior Bldg 15 roof South wall East Quad 
498 3/22/2016 0752 1355 0.068 0844 0 1355 0.011 6H03M Exterior Bldg 15 roof South wall West Quad 
497 3/23/2016 0723 1358 0.176 0723 0.004 1153 0.014 6H34M Exterior Bldg 15 roof South wall East Quad 
498 3/23/2016 0727 1359 0.482 0727 0.002 0728 0.012 6H31M Exterior Bldg 15 roof South wall West Quad 
497 3/24/2016 0726 1405 0.104 1405 0.004 0814 0.014 6H38M Exterior Bldg 15 roof South wall East Quad 
498 3/24/2016 0730 1407 0.451 0730 0 1407 0.012 6H37M Exterior Bldg 15 roof South wall West Quad 
497 3/28/2016 0810 1358 0.27 0811 0.005 1310 0.016 5H47M Exterior Bldg 15 roof South wall East Quad 
498 3/28/2016 0814 1400 0.213 1359 0.002 0815 0.017 5H45M Exterior Bldg 15 roof South wall West Quad 
497 3/29/2016 0719 ead Battery Exterior Bldg 15 roof South wall East Quad 
498 3/29/2016 0722 1400 0.172 1106 0.002 0933 0.017 6H37M Exterior Bldg 15 roof South wall West Quad 
497 3/30/2016 0726 1227 0.202 0740 0.002 1212 0.028 5H00M Exterior Bldg 15 roof South wall East Quad 
498 3/30/2016 0729 1359 0.513 1306 0.002 0957 0.026 6H29M Exterior Bldg 15 roof South wall West Quad 
497 3/31/2016 0720 1401 0.065 0746 0.004 1350 0.024 6H41M Exterior Bldg 15 roof South wall East Quad 
498 3/31/2016 0723 1400 0.16 1400 0.002 0954 0.022 6H37M Exterior Bldg 15 roof South wall West Quad 




